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A simple method of measuring the spatial transfer function of a gradiometer, consisting of a 
flux transformer cbupled to a SQUID, is presented and it is compared with theoretical 
~redictions. Based: on. this approach, a new method of reporting a gradiometer's performance 
IS proposed; the rejectIOn factor is expressed in decibels obtained directly from the transfer 
function plot. 
INTRODUCTION 
A major problem in the measurement and study of weak 
biomagnetic fields is the reduction of magnetic noise due to 
the environment. The most common solution to this is a 
filtering technique known as spatial discrimination. It essen-
tially consists of connecting a set of coils, which are wound in 
a gradiometric configuration, to the SQUID input. 1 Usually 
the gradiometer consists of concentric coils connected in se-
ries and separated by distances called base lines. 
In the region probed by the gradiometer the spatial dis-
tribution of the biomagnetic field and the noise magnetic 
fields vary monotonically with position. Thus, to study the 
influence of the gradiometer on the detected signals and its 
rejection of the noise it is natural to express the correspond-
ing fields in terms of small variations around a given point, 
namely the position of the first coil of the gradiometer. This 
is usually done by means of a Taylor series expansion. 2 
A source located far from the gradiometer has a magnet-
ic field spatial variation or distribution that does not vary 
significantly within the probed region, and hence only a few 
terms of the Taylor expansion are needed to represent it. 
~owever, for fields originating from sources close to the gra-
dlOmeter, the spatial distribution varies rapidly from point 
to point within the gradiometer region, and more terms of 
the polynomial expansion need to be used in order to repre-
sent adequately the signal. 
A gradiometer of Nth order cancels the first N - 1 
terms of a Taylor expansion. 3 Choosing N properly, the sig-
nal of distant sources detected by the SQUID will be drasti-
cally attenuated. However, detected signals of near sources 
should not be attenuated. Unfortunately there is some at-
tenuation of the wanted signal as the net signal detected 
arises from higher-order terms of the expansion. Thus spa-
tial discrimination is achieved at the price of distorting the 
signals of interest. 
The extent of the distortion introduced in the measure-
ment has been studied by using numerical means but only for 
a specific source, a single current dipole, and a given second-
order gradiometer. 4 
For a general analytical method, a Taylor exoansion for-
malism cannot be used. This is because the near-field sources 
which are usually located at a distance smaller than the gra-
diometer's total length would be represented, in this formal-
ism, by a divergent series.5 
A breakthrough to that problem emerges when it is real-
ized that a monotonic signal can be modeled as well by a 
Fourier expansion in space. 6 In such an approach, the spatial 
distribution of a distant source will have only low spatial 
frequency terms while a near-field source will have both low 
and high frequency terms. Thus, a properly designed gradio-
meter will attenuate the low-frequency terms originating 
primarily from distant sources, and the gradiometer is then 
basically considered as a high-pass spatial filter. 
More precisely, since the magnetic flux is coupled to it at 
discrete points in space, corresponding to positions of the 
detection coils, the gradiometer can be regarded as a digital 
spatial filter. In such an approach, the sampling period is the 
base line and the samples are weighted according to the num-
ber of turns of each coil and its polarity. The advantage of 
considering the gradiometer as a digital spatial filter comes 
from the fact that its transfer function can be easily calculat-
ed and measured, thus characterizing the gradiometer in a 
very formal way. With a knowledge of the transfer function 
of the system a quantitative analysis of the effects of the filter 
on the signal and noise sources can be made. Therefore, the 
object of this paper is to demonstrate how the transfer func-
tion can be measured and to compare it to the transfer func-
tion calculated theoretically, An alternative approach based 
on the plot of the transfer function will be proposed for eval-
uating the performance of the gradiometer. 
I. EXPERIMENTAL DETERMINATION OF THE 
TRANSFER FUNCTION 
To measure the transfer function of a filter, the gradio-
meter in the present case, a known signal dJ is applied to the 
input of the system and the correspondi~g output fer) is 
recorded as a function ofthe space coordinate r. The Fourier 
transform of the output signal F(k), where k is the spatial 
frequency, divided by the Fourier transform of the input 
signal dJ (k) is then by definition equal to the measured trans-
fer function of the system 
Hm (k) = F(k)/if;(k) . 0) 
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The magnitude of H m (k) may then be compared to the mag-
nitude of the theoretical transfer function H t (k) obtained by 
taking the discrete Fourier transform of the filter coefficients 
N 
H (k) _ '\:' -jkb i t - £... n,e , (2) 
;=0 
where n, is the number of turns (with proper polarity) of 
each gradiometer coil at position i, bi is the common dis-
tance between the coils, and N + 1 is the total number of 
coils. 
As in all systems an input and an output must be de-
fined. The output of the gradiometer is clearly the sum of 
signals seen by the various coils. The input is considered to 
be the signal which couples to only one coil, as the aim is to 
measure the magnetic field at particular points in space. 
When measuring the response of the more conventional 
temporal filter (as opposed to the present spatial filter), the 
input signals are usually at fixed frequencies or they can be 
pulses. Unfortunately it is not a straightforward task to cre-
ate a spatially monochromatic signal and it is even more 
difficult to get a spatial magnetic pulse. However, any 
known signal (i.e., a signal whose Fourier transform is 
known and well behaved) will suffice as the input. Thus the 
known signal is simply the spatial distribution of the magnet-
ic field generated by a single turn coil. 
The dimensions of such a coil were chosen according to 
the following requirements and criteria. The coil radius 
should be large enough to allow it to slip over the Dewar and 
also to make the measurements less sensitive to its position-
ing, but the coil should be small enough to produce a spatial 
field distribution which is well behaved for a Fourier trans-
form processing.8 A computer simulation was done to find a 
suitable radius and a good compromise was reached for a 
radius of 15 cm. 
An apparatus was constructed which held the coil fixed 
with respect to the x-y plane, but allowed the movement 
along the z axis. The Dewar containing the gradiometer was 
placed on a high stand concentric with respect to the signal 
coil axis. The coil could then be slipped over the stand and 
Dewar from a position approximately 1.2 m below the pick-
up coil (six times the gradiometer base line) to a comparable 
position above. A low-frequency current (17 Hz) was ap-
plied to the coil, and the resulting signal from the SQUID 
was detected by a lock-in amplifier. The coil was moved by 
increments of 5 em when far from the gradiometer, and by 
2.5 or 1.0 em when near it. The gradiometer used in this test 
was a third-order design whose total length was 20.0 em, 9 
II. EXPERIMENT At RESULTS 
The theoretical spatial distribution of the magnetic field 
of the test coil was used as the input. Its variation as a func-
tion of the axial distance can be seen in Fig. 1 (a), where the 
origin is taken at the center of the gradiometer. The corre-
sponding Fourier transform is shown in Fig. 1 (b), The limit-
ing frequency for the Fourier plot was chosen in such a way 
that most of the relevant spatial frequency components of a 
current dipole placed at 7 cm below the gradiometer are 
present up to this frequency. 10 The output of the third-order 
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FIG. 1. (a) Magnetic field tP generated by the test coil as a function of the 
axial distance r. (b) Fourier transform of t{J(r) in k space. 
gradiometer due to a signal in the test coil at various points in 
space is presented in Fig. 2(a). A spline interpolation tech-
nique was used to generate a function appropriate for a Four-
ier transform process, which then leads to the Fourier trans-
form shown in Fig. 2(b). 
The gradiometer transfer function is obtained by divid-
ing the Fourier transform of the output by the Fourier trans-
,hO"'''','_''; t!"'-.... "" 















FIG. 2. (al Measured output from the gradiometer fer) for various posi-
tions r of the test coil. (b) Fourier transform of it r) in k space. 
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FIG. 3. (a) Theoretical (continuous line) transfer function for a third order 
gradiometer, and actual (dashed line) transfer function for third-order gra-
diometer on a linear scale. (b) Graph of (a) on a decibel scale. 
form of the input as in Eq. ( 1 ). This is shown in Fig. 3 (a) on 
a linear scale and in Fig. 3(b) on a decibel scale, where the 
dashed curve is the magnitude of the measured transfer func-
tion obtained by the experimental procedure described 
above, and the solid curve is the magnitude of the theoretical 
transfer function obtained by substituting in Eq. (2) the 
number of turns and the base line of the third-order gradio-
meter used. As is shown in the decibel scale plot, the real and 
theoretical curves are essentially the same for spatial fre-
quencies from approximately 0.09 to 0.19 em!. For fre-
quencies higher than 0.19 em - I there are differences be-
cause of the integrating effect of the gradiometer loops which 
was not taken into account for the input calculation. It 
should be emphasized that, as expected, this effect appears 
only at high frequencies. For frequencies below 0.09 em - I 
the difference is due to the unbalance of the real gradiometer. 
III. UNBALANCE AND TRANSFER FUNCTION 
The design conditions for a Nth order gradiometer in 
the Taylor expansion approach, 
N b a 
'\' n i i 
L.., --=0, 
i~O a! 
a = 0, ... , N- - 1 , (3) 
have been shown 10 to be equivalent, in the Fourier ap-
proach, to 
d
a I -a H(k) =0. 
dk k-O 
a =O, ... ,N-l, (4) 
where H(k) is the transfer function of the gradiometer. 
However in practice conditions (3) or (4) cannot be really 
achieved. Hence we define a way to measure how perfect is 
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the built gradiometer.2•11 The so-called unbalance is a mea-
sure of how far from zero are the design conditions. Specifi-
cally, the uniform field rejection is according to the condi-
tionin Eq. (3) 
(5) 
which is equivalent W in the Fourier approach to H(O). The 
zeroth-order balance of the gradiometer may be then easily 
obtained from the magnitude of the measured transfer func-
tion curve at zero spatial frequency. Also the field gradient 
rejection according to Eq. (3) is 
N I nib j =0, 
i_- 0 
(6) 
which is equivalent in the Fourier approach to making a 
equal to 1 in Eq. (4). By taking the first delivative of the 
measured transfer function at the same frequency, the first 
order unbalance can be found. 
The transfer function value for the empirical plot at zero 
spatial frequency is 8.7 X 10 -3. As discussed earlier this val-
ue corresponds to the field balance of the gradiometer. To 
check this, a field balance measurement was done with a 
modified set of square coils,12 based on the Rubens design 
with 80.0 cm for each side, where the measured uniformity 
was better than 5.0X 10- 5 over a cube of20.0 em3 • A value 
of 8.4 X 10- 3 was obtained for the unbalance measurement, 
which is very near to the above value of 8.7 X 10 -.l . 
At this point, we would like to propose a new method of 
presenting the gradiometer's performance. The magnitude 
of the transfer function at zero spatial frequency is - 41.2 
on a decibel scale. Thus, instead of reporting the gradio-
meter's performance in terms of a percentage error in the 
loop areas, the performance could be described by its rejec-
tion in decibels for that spatial frequency. Concerning the 
gradient unbalance, the value obtained for it from a numeri-
cal calculation was 0.19. This aspect of the performance 
could be referred to simply as a rejection of - 14.4 dB at 
constant gradients for a third order gradiometer. This meth-
od of specifying the performance makes it easier to compare 
gradiometers between various groups; it also clearly shows 
that a gradiometer is truly a spatial high-pass filter. This 
formalism makes the problem, of measuring biomagnetic 
signals in the presence of noise, a question of system analysis 
dealing with noise, filters, and bandwidth. 
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